INS IRUMENTATION CALIBRATION REPORT

USTOMER INFORMATION Rsr Instrumentation Services inc

ustomer Municipality of Arran-Elderslie 24 Midale Crescent

ddress Mill St. London ON N5X 3B9

fty/Town Tara ON (PCP) Phone (519) 642-7197; Fax: (519) 642 1311

ur Joh # B13 5984 E-Mail: rthachuk @ on.aibn.com

NIT UNDER TEST (UUT) MEASURING EQUIPMENT

g # FQ o1 Manufacturer Monarch

i Date July 09/07 Model Tach 4AR

e Date July 09/08 Serial # 1130705

il Freg Yearly Cal Due Date June 2007

wation Pumping Station Cat Reference TechniCAL

rscription Flow Integrator Traceability NIST

anufacturer Fischer & Porter Accuracy 0001

adel 50P2133B1X3

wial # R e g ¥ gl AN Sl o
scuracy 1% g'q. = 2%} E \j e U
ihge 0-36PPM;0-997Ft/s; 0-60L/s
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OUTPUT'AAV  UUTREADING  UUT READING % ERROR % ERROR
PPM AS FOUND AS LEFT AS FOUND AS LEFT
0.00 0.00 0.000 0.000 0.000 000 0.00
15.00 2.49 9.000 9.054 2.054 0.15 0.15
30.00 499 18.000 18.100 18.100 028 0.28
45.00 7.48 27.000 27.340 27.340 0.94 0.94
60.00 997 36.000 36.310 36.310 0.86 0.86
ual Applied Vake % Enror = UUT Reading - AAY x 100
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